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Treatment of large airway obstruction in lung
cancer using expandable metal stents inserted
under direct vision via the fibreoptic bronchoscope

G E Wilson, M J Walshaw, C R K Hind

Abstract

Background - Self-expanding metal stents
have been used successfully to overcome
large airway obstruction due to malignant
pulmonary disease. The technique has
been modified to place stents under direct
vision using the fibreoptic bronchoscope.
The effect of this procedure on lung
function and patient well being was in-
vestigated in a large series of patients.
Methods - Fifty six patients with malignant
tracheobronchial tumours were treated for
symptoms of life threatening airways ob-
struction or collapse of a lung by the in-
sertion of an expandable metal stent(s)
under local anaesthetic using a fibreoptic
bronchoscope. All had inoperable cancer
and 33 had relapsed after or failed to re-
spond to radiotherapy, chemotherapy, or
surgery. Forty seven had primary bron-
chial carcinomas and nine had metastases
from other tumour sites. All but two
patients had the stents inserted at one sit-
ting. Measurements were performed in
most of the patients before and after stent-
ing and included objective measures (pul-
monary function tests, arterial blood gas
tensions) and non-objective measures
(patient well being, performance status).
Results - Overall, 77% of patients showed
symptomatic improvement. In those
patients in whom measurements were per-
formed two thirds showed improvement
in forced expiratory volume in one second
(FEV,), forced vital capacity (FVC), peak
expiratory flow rate (PEFR) and arterial
oxygen tension (Pa0,). Medical Research
Council dyspnoea score (MRC), Kar-
nofsky, and visual analogue scores (for
both breathing and well being) improved
in 81% of patients. There were no peri-
operative deaths. Fifty one patients have
died since the procedure with a mean sur-
vival of 77 days (range 1-477), and five
patients are still alive after a mean of 207
days (range 135-274).

Conclusions — In suitable patients with
either extraluminal or intraluminal
tumour, or both, the insertion of ex-
pandable metal stents using a fibreoptic
bronchoscope and local anaesthetic is a
valuable addition to other palliative ther-
apies in the treatment of lung cancer.
(Thorax 1996;51:248-252)

Keywords: stents, tracheobronchial tumours, fibreoptic
bronchoscopy.

Large airway obstruction due to primary lung
cancer or spread from non-bronchial malig-
nancies can produce life threatening and
distressing breathlessness, either as an acute
presenting symptom of the underlying disease
or when recurrence occurs after other treat-
ment. Expandable metal stents have been used
successfully to relieve airway obstruction in
such patients.'? In these case reports the
procedure was carried out under general an-
aesthesia using a rigid bronchoscope and fluoro-
scopic imaging. This approach limits its use
to centres where rigid bronchoscopy is avail-
able, and to those patients who are well enough
to withstand general anaesthesia.

To overcome these difficulties we have modi-
fied the procedure by inserting these ex-
pandable stents under direct vision using a
fibreoptic bronchoscope and local anaesthesia
only. We report here our experience of this
novel approach in 56 patients, and our as-
sessment of the effectiveness of this therapy in
the palliation of inoperable lung cancer.

Methods

A total of 56 patients with respiratory distress
due to malignant obstruction of the trachea
and/or a main bronchus have now undergone
this procedure (33 men) of mean age 64 years
(range 30-82). Forty seven had primary bron-
chial carcinomas and nine had endobronchial
metastases from a cancer elsewhere in the body
(table 1). Of the 56 patients 33 had suffered
relapse after conventional treatment with radio-

Table 1 Histological type of primary bronchial
carcinomas (n=47), primary site of tracheobronchial
metastases (n=9), and previous treatment in patients
with malignant tracheobronchial disease (n=33)

No of patients

Primary tumour type (n=47)
Squamous cell
Non-small cell
Small cell
Adenocarcinoma
Adenosquamous
Presumed carcinoma

Secondary tumour (n=9)
Oesophagus
Breast
Thyroid
Melanoma
Colon

Previous treatment (n=33)
Radiotherapy
Pneumonectomy
Chemotherapy
Oesophagogastrectomy
Mastectomy
Wedge resection
Sigmoid colectomy
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Table 2 Site of malignant obstruction in the 56 patients

Site of obstruction No of patients

Trachea 20
Right bronchial tree 10
Left bronchial tree 12
Both main bronchi 3
Trachea and left main bronchus 4
Trachea and right main bronchus 3
Trachea and both main bronchi 6

therapy, chemotherapy or surgery (table 1),
and the remainder (23 patients) were under-
going stent insertion as a primary procedure.
The sites of obstruction within the tracheo-
bronchial tree are shown in table 2.

The 56 patients were treated over a three
year period. The stents used (see below) are
available in a range of widths and lengths. In
this study we used the following sizes: 20 mm
(width) x 25 mm  (length), 20 mm x 50 mm,
30 mm x 25 mm, and 30 mm x 50 mm. In gen-
eral the 20 mm width stents were used for
obstruction in the main bronchi and 30 mm
stents for obstruction in the trachea.

Response to treatment was firstly assessed
by the patient’s account of their symptoms
(using a visual analogue score for breathing and
another for well being). The Medical Research
Council (MRC) score of breathlessness® and
the Karnofsky index* were then completed by
a doctor. Secondly, the results of lung function
studies before and after stenting were recorded
including forced expiratory volume in one sec-
ond (FEV)), forced vital capacity (FVC), and
peak expiratory flow rate (PEFR) measured on
a Jaeger Masterlab system. Arterial blood gas
tensions were also measured before and after
stenting. However, not all of the prestenting
assessments could be completed in some
patients because of extreme breathlessness or
where the stenting was carried out as an emer-
gency when the facilities were not available.
Where measurements were able to be carried
out the prestenting values were obtained within
the preceding 24 hours (or less), and the post-
stenting values were obtained up to 72 hours
after stenting. The visual analogue scores of
breathlessness and well being consist of a
100 mm analogue scale.’ The ends of the scale
are marked “very, very breathless” and “not at
all breathless” and “very, very ill” and “very,
very well”, respectively. The patients placed a
mark on the 100 mm scale to indicate how they
felt at the time of each assessment. A score of
0 mm was the worst possible and 100 mm the
best.

The results were analysed using the Student’s
¢ test for paired samples on Minitab statistical
software. A p value of 0-05 was considered
significant.

Each patient received our standard regimen
of intravenous sedation with droperidol and
fentanyl (neuraleptanalgesia), a transtracheal
injection of 5% cocaine, and spraying of the
pharynx with topical xylocaine. All patients
received supplementary oxygen via nasal can-
nulae (61/min), and oxygen saturation was
monitored using an oximeter attached via a
finger probe.
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TECHNIQUE

The fibreoptic bronchoscope was passed
through the mouth via a gum shield and po-
sitioned above the obstructing lesion in the
trachea or main bronchus. A flexible guide
wire (Teflon coated, 260 cm x 0:035”; Cordis
Corporation, Miami, Florida, USA) was then
inserted through the biopsy channel of the
bronchoscope and pushed beyond the malig-
nant narrowing. The bronchoscope was then
removed whilst threading the wire through the

R

Chest radiographs taken (A) before stenting showing the
collapse of the left lung secondary to oesophageal
carcinoma, (B) immediately after insertion of two

20 mm x 50 mm and one 20 mm x 25 mm stents, and

(C) 24 hours after stenting showing complete re-expansion
of the left lung.
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Table 3 Comparison of mean (SD) values for spirometric parameters, PEFR, and arterial blood gases before and after
stenting in all 33 patients, in those with tumours involving the trachea only (n=16) and the main bronchi (n=17)

Before stenting After stenting p value Increase 95% CI
All patients (n=33)
FEV, (1) 1-13 (0-41) 1-38 (0-57) 0-001 0-25 (0-4) 0-11 to 0-39
FvC (@ 1-96 (0-7) 2-15 (0-76) <0-05 0-19 (0-48) 0:02 to 0-35
PEFR (I/min) 134 (12) 158 (14) 0-05 24 (65) 0 to 48
Pao, (kPa) 8-81 (2:7) 10-:24 (3-14) <0-05 1-43 (3-2) 0-16 to 2:69
Paco, (kPa) 5-33 (1-0) 54 (1-2) NS 0-06 (0-8) —0-25 to 036
pH 7-45 (0-03) 7-37 (043) NS 0:09 (0-4) —0-08 to 0-26
Tracheal tumours (n=16)
FEV, (1) 1-2 (0'5) 1:53 (0-72) <0-01 04 (0-5) 0-13 t0 067
FVC () 2:19 (0-8) 2:38 (0-94) NS 0-19 (0-63) —0-15 to 0-53
PEFR (Vmin) 124 (63) 173 (96) 0-02 49 (75) 9 to 89
Pao, (kPa) 847 (2'1) 11-1 (3:65) 0-005 261 (3-0) 093 to 43
Bronchial tumours (n=17)
FEV, (1) 1-:06 (0-32) 1-18 (0-25) NS 0-11 (0-22) 0 to 0-22
FVC () 1-75 (0-47) 1-93 (0-49) 0-02 0-18 (0-29) 0-03 to 0-33
PEFR (Vmin) 146 (62) 142 (44) NS 43 (36) —2510 16

FEV, =forced expiratory volume in one second; FVC =forced vital capacity; PEFR =peak expiratory flow rate; Pao,, Paco,=

arterial oxygen and carbon dioxide tensions; NS =not significant.

suction channel to ensure the wire was left
in position in the tracheobronchial tree. The
bronchoscope was then reinserted through the
mouth and positioned just above the vocal
cords. The stent loading catheter (Gianturco
Z stent 11-0 French, 90 cm radio opaque Teflon
introducer; William Cook Europe, Denmark)
was threaded over the wire and placed beyond
the narrowing under the direct vision of the
bronchoscopist. The wire was then removed,
taking care not to displace the loading catheter.
The inner part of the loading catheter was
withdrawn and a collapsed stent (Gianturco
self-expandable stainless steel Z stent; William
Cook Europe, Denmark) was inserted into the
proximal end of the loading catheter. This was
then pushed to the distal end of the loading
catheter using the supplied trocar. Under direct
vision through the fibreoptic bronchoscope the
stent was pushed out of the loading catheter and
expanded as it was released. Initial immediate
dilatation is followed by a further gradual in-
crease in diameter of the narrowed airway over
the next 24 hours. The position and opening
of the stent was checked by a chest radiograph
immediately and 24 hours following the pro-
cedure (figure). Where multiple stents were
inserted, this took place at one sitting which
took 20-30 minutes. The degree of bronchial/
tracheal obstruction was assessed visually by
bronchoscopy.

Results

In most patients the stenting was carried out at
one session, although two patients had further
stenting carried out at a separate sitting.

Thirty patients (53%) had >90% obstruction
of a main bronchus and the remaining 26 had
partial obstruction (over 50%) of their trachea
or of a main bronchus (or both main bronchi)
at bronchoscopic examination.

The stents were placed in the tracheo-
bronchial tree as follows: trachea, 19; left main
bronchus, 13; right main bronchus, 10; both
main bronchi, 7; trachea and left main bron-
chus, 6; trachea and right main bronchus, 2;
and trachea and both main bronchi, 1. The
stents can be overlapped and placed in con-
tinuity with each other if the length of tumour
is extensive. In this study a total of 117 stents

were inserted (mean two stents per patient,
range 1-4). As each introducer and guide wire
currently cost £85, and each stent currently
costs £250, the average cost per patient in our
study was £585 (range £335-1085).

CHEST RADIOGRAPHS

Of the 13 patients with radiological evidence
of complete lung collapse, four showed com-
plete re-expansion after stenting (figure) and
in the remainder there was some, albeit in-
complete, expansion.

LUNG FUNCTION STUDIES

Of all the patients who underwent stenting,
complete physiological data are available for
33. For all patients, irrespective of the site
of the obstruction or whether stenting was a
primary or secondary procedure, the results
are shown in table 3. There were significant
improvements in the FEV, (p=0-001), FVC
(p<0:05), PEFR (p=0-05), and Pao,
(p<0-05). The changes in Paco, and pH did
not reach a level of significance.

The effect of the tumour site was studied by
dividing the patients into those with tumours
involving the trachea (n=32) and those with
involvement of the main bronchi alone (n=
24). In those with tracheal tumours (n=16
with complete data) the improvement in FEV,
(p<0-01) was greater than in PEFR (p=0-02);
there was no significant change in the FVC.
The Pao, (air) increased by a mean of 2:61 kPa
(p=0:005). In contrast, in patients with
tumours involving the main bronchi alone (n=
17) the FVC increased significantly (p=0-02),
but there was no significant change in the
PEFR, FEV, or Pao,.

We also compared the lung function in those
patients who underwent stenting as a primary
procedure for their underlying cancer with the
group of patients in whom previous therapy
had been carried out at some time in the past
(table 4). The patients undergoing stenting
as a primary procedure in whom complete
physiological data were available (n=13)
showed a significant increase in FEV, (p<0-01)
and FVC (p<0-01). In those patients in whom
stenting was carried out as a secondary pro-
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Table 4 Comparison of mean values for spirometric parameters and PEFR in patients undergoing stenting as a primary

procedure (n=13) and as a secondary procedure (n=20)

Before stenting After stenting p value Increase 95% CI

Primary procedure:

FEV, () 1-02 (0-42) 1-4 (0-64) <0-01 0-38 (0-43) 0-12 to 0-64

FvC () 2-:09 (0-89) 2-35 (0-92) <0-01 0-26 (0-3) 0-08 to 0-44

PEFR (Vmin) 97 (47) 134 (77) NS 37 (66) —46to 79
Secondary procedure:

FEV, () 12 (0-4) 1:37 (0-53) NS 0-17 (0-38) —0-01 to 0-34

FVC () 1-88 (0-55) 2:02 (0-63) NS 0-14 (0-57) —0-13 t0 0-4

PEFR (I/min) 159 (60) 175 (74) NS 15 (65) —17 10 48

FEV, =forced expiratory volume in one second; FVC =forced vital capacity; PEFR =peak expiratory flow rate.

Table 5 Comparison of mean values for MRC, Karnofsky, and visual analogue scores before and after stenting in 11

patients

Before stenting After stenting p value Increase 95% CI
MRC 5 (0) 4 (1) 0-02 0-8 (1) 0-16 to 1-5
Karnofsky 291 (11-4) 51-8 (21-4) 0-:002 227 (18) 107 to 34-8
VAS (B) 40 (23) 63 (22) <0-05 232 (30:7) 2:56 to 43-8
VAS (W) 51 (23) 65 (25) <0-05 14 (18) 2:18 to 26

VAS (B) =visual analogue score (breathing); VAS (W) =visual analogue score (walking).

cedure (n=20) none of the mean measured
physiological parameters changed significantly.

The proportion of patients who achieved a
change of 0-21 (or greater) in the FEV, and
FVC in the primary and secondary groups was
also assessed. In the primary group this level
of improvement was seen in 24% for FVC and
21% for FEV,. In the secondary group it was
30% for both FVC and FEV,. When the differ-
ence in the proportions was tested by the x>
test it was found not to be significant.

PATIENT ORIENTATED MEASURES

Of the 56 patients who underwent stenting
11 had complete data on patient orientated
measures. The MRC (p=0-02), Karnofsky
(p=0-002), and visual analogue scores for
walking (p<0-05) and breathing (p<0-05) all
changed significantly from the levels before
stenting (table 5).

COMPLICATIONS

Four patients died within 24 hours of under-
going stenting; two had undergone a pneu-
monectomy in the past (one of whom de-
veloped a 30% contralateral pneumothorax
treated by insertion of an intercostal drain), a
third had a complete collapse of one lung, and
the fourth had poor lung function before the
procedure with an FEV, of 25% predicted.
This patient had six perioperative respiratory
arrests from which she had been successfully
resuscitated. She was then transferred to an-
other hospital for radiotherapy and died after
transfer. Two patients had acute myocardial
infarction recorded as the cause of death al-
though no necropsy was carried out.

One patient developed a chest infection
within 48 hours that was treated with ap-
propriate antibiotics; one had a 5% ipsilateral
pneumothorax, and another had a hydro-
pneumothorax, both of which were treated con-
servatively with recovery.

FOLLOW UP AND SURVIVAL

The median length of hospital stay was five
days (range 1-24 days), although in several
patients the stay was prolonged so that they
could receive further treatment or because of
unfavourable social circumstances. Sixteen
patients went on to receive radiotherapy and
seven chemotherapy. Of the 56 patients
stented, five are alive after a mean of 207 days
(range 135-274) and 51 have died with a mean
survival of 77 days (range 1-477).

Discussion
There are now a number of treatment options
available for the relief of distressing breath-
lessness due to major airway compression from
inoperable carcinomas. These include endo-
scopic surgery,® cryotherapy,” laser photo-
resection,® and the insertion of silastic® or self-
expanding metal stents.' > All are usually under-
taken via a rigid bronchoscope using general
anaesthesia, thereby limiting their application
to centres where these facilities are available.

The results presented here demonstrate that
self-expanding metal stents can be inserted
under local anaesthesia using the direct vision
afforded by a fibreoptic bronchoscope. In our
view this could be carried out in any centre
where fibreoptic bronchoscopy is available.
However, facilities to transfer a patient to a
centre offering rigid bronchoscopy should be
available in case patients cannot tolerate a
fibreoptic bronchoscopy. Rigid bronchoscopy
is also indicated for the removal of stents that
have been positioned incorrectly. As reported
previously,'® these stents can be removed up
to two weeks after their insertion using rigid
bronchoscopy forceps. Thereafter, the stent is
covered with tracheobronchial mucosa and,
indeed, may not be visible endoscopically after
a few months.

In our series stenting was carried out either
as a primary palliative procedure or secondary
after other therapies. Equally it could be used
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as stand alone therapy or combined with a
series of other palliative treatments. For
patients treated before external or endo-
bronchial radiotherapy, stenting provides pro-
tection of the airway and thereby may reduce
the risk of sudden death due to complete airway
obstruction as a result of post-irradiation oed-
ema.'" This technique has two other potential
advantages when compared with other pal-
liative endoscopic procedures for inoperable
tracheobronchial cancer. The first is that the
insertion of the stent often results in an im-
mediate improvement in the patient’s breath-
lessness and/or stridor. This improvement
occurs in cases with either intraluminal or extra-
luminal compression, or both, in contrast to
laser photoresection or cryotherapy which is
only of value with intraluminal tumours. Sec-
ondly, the radio-opaque metal stents can act
as markers for planning of such radiotherapy.

In the previous case report on the use of self-
expanding metal stents inserted in a patient
with a fibreoptic bronchoscope'? no details of
objective measurements of improvement were
given. In the 33 patients reported here in whom
measurements were made both before and after
stenting, significant improvement was seen in
mean FVC, FEV,, PEFR, and Pao, following
stent insertion. The use of the Karnofsky and
MRC scores for performance status and
degree of breathlessness in 11 patients also
demonstrated a response which parallelled
the subjective clinical impression shown by
the improved visual analogue scores after
stenting.
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